ORGANIZE YOUR TIME AND YOUR MEASURING NEEDS. 
INTRODUCING THE N'36 & M98 DUAL SERIES 


DUAL-DISPLAY DIGITAL MULTIMETERS 


* RS232 Computer Interface & Software 
(MS-DOS & Window versions) 
" Dual-Display(Primary+Secondary) 


INPUTRANGE | MAINDISPLAY | SUBDISPLAY 
AC VOLTAGE ACVOLTAGE | FREQUENCY 
FREQUENCY FREQUENCY | AC VOLTAGE 
TEMPERATURE he °F 
LOGIC | _—HI/LO FREQUENCY 
dB dB ACVOLTAGE | 


" Frequency Counter(Up to 1 MHz/20 MHz/40 MHz) 
= Temperature Measurement (-40 °C~ 1200 °C) 
"True RMS & dB measurement 

* Auto/Min/Max/Data Recording 

" Relative Offset 

"Memory & Recall for 10 Measurements 

« Comparison Measurement 

" Logic Test 


TAL MULTIMETER FRC eer pom 


UNIVERSAL SYSTEM MS-9150 


DIGITAL MULTIMETER FUCTION GENERATOR UNIVERSAL COUNTER 
= 3 3/4 (Max. 3999) Auto range "0.02 Hz to 2MHzin7 ranges _ "8 digit LED 
® Auto/Min/Max/Data-Hold = Sine,Square,Triangle,Skewed Sine, "CH A &B:Low5 Hz to 100 MHz 


Ramp, Pulse, TTL Level Square 


POWER SUPPLY 

*3 1/2 digit LCD 
*0~30V/2A, ISV/1A, 5V/2A 
* Back-Lit Display 


"Memory & Recall up to 10 Measurements 
" Relative offset 
" Logic Test 
= Max. Current 20A (Fused) 
*® RS232 Computer Interface 
(MS-DOS & Window versions) 
* Back-Lit Display 


"CHC : High 100 MHz to 1.3 GHz 
* Arithmetic Modes 


» True RMS 
@ _METEX COPORATION METEX INT'L[H.KICO, METEX U.S.A. INC. 
15-4, JAMWON-DONG, SEOCHO-GU, UNIT 10, L2 FLOOR, MIRROR TOWER, 61 MODY ROAD, 7802 KELLY CR, 
SEOULKOREA TSIMSHATSUI EAST, KOWLOON, HONG KONG LA RALMA, CA 90623 U.S.A, 
TEL: (02) 546-4101 TEL: (852) 2722-6500 TEL: (310) 865-1212 
INSTRUMENTS FAX : (02} 546-0241,0242 FAX : (852) 2722-6555 FAX: (310) 865-1216 


FAST INFO: ENTER EPN 5215 ON READER CARD 


